[Eliminating reflection of intraocular lenses].
Reflections on the refractive surfaces of intraocular lenses can be a nuisance when performing retinoscopy or refractometry. Some patients with IOLs also see reflections which disturb their vision. This article examines the conditions for coating IOLs. It also explains why conventional coating methods cannot be used for IOLs.